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Included Parts 

Description Qty 

THERMSTOR PROBE W/ 7POS MINIDIN 100K 1 

MICROMANOMETER 1 

INSTALLATION INSTRUCTIONS 1 

 

New Temperature Probe/Micromanometer Installation 

1. Locate and unplug custom cable and thermister probe cord from meter display. 

      

2. Pinch strain relief bushing and push through the 

base hole. 

 

 



2 EBT Temperature Probe 

3. Open the strain relief bushing and remove the 

thermister probe cord only. 

 

 

4. Locate new thermister probe and insert it into the strain relief bushing. 

      



 

Installation Instructions 3 

5. Close the strain relief bushing and press through the base hole, snapping it into place. 

  

 

6. Locate the micromanometer and insert into the micromanometer port in the base. Snap in to secure. 
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7. Locate custom cable and thermister probe cord and insert them into their respective ports in the 

micromanometer. 
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